[Measurement of formaldehyde in disinfectant with spectrophotometry].
Formaldehyde in disinfectant was measured by acetylacetone spectrophotometry. The regression equation was linear when the formaldehyde concentration was smaller than 10 micrograms/ml. The detection limit was 0.08 microgram/ml. The accuracy was less than 3.9% and the recovery varied between 100.2%-108.2% for formaldehyde disinfectant with different concentration, which was similar to titrimetry. It was demonstrated that the method was simple, reproducible, sensitive, precise and accurate, making it important for assay of formaldehyde in disinfectant when disturbance caused titrimetry unavailable.